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On site analysis 
A B S T R A C T   
Dimethyl sulfide (DMS) is the major biogenic volatile sulfur compound in surface seawater. Good quality DMS 
data with high temporal and spatial resolution are desirable for understanding reduced sulfur biogeochemistry. 
Here we present a fully automated and novel “microslug” gas-liquid segmented flow-chemiluminescence (MSSF- 
CL) based method for the continuous in-situ measurement of DMS in natural waters. Samples were collected into 
a flow tank and DMS transferred from the aqueous phase to the gas phase using a vario-directional coiled flow, in 
which microvolume liquid and gas slugs were interspersed. The separated DMS was reacted with ozone in a 
reaction cell for CL detection. The analytical process was automated, with a sample throughput of 6.6 h− 1. Using 
MSSF for DMS separation was more effective and easily integrated with CL detection compared with the 
commonly used bubbling approach. Key parameters of the proposed method were investigated. The linear range 
for the method was 0.05–500 nM (R2 = 0.9984) and the limit of detection (3 x S/N) was 0.015 nM, which is 
comparable to the commonly used gas chromatography (GC) method and sensitive enough for direct DMS 
measurement in typical aquatic environments. Reproducibility and recovery were assessed by spiking natural 
water samples (river, lake, reservoir and pond) with different concentrations of DMS (10, 20 and 50 nM), giving 
relative standard deviations (RSDs) ≤1.75% (n = 5) and recoveries of 94.4–107.8%. This fully automated system 
is reagent free, easy to assemble, simple to use, portable (weight ~5.1 kg) and can be left in the field for several 
hours of unattended operation. The instrumentation can provide high quality DMS data for natural waters with 
an environmentally relevant temporal resolution of ~9 min.   
1. Introduction 
Dimethyl sulfide (DMS) is a climatically active biogenic gas with an 
estimated annual global emission of 28–31 Tg S a− 1. Natural emissions 
account for approximately 78% of the total natural reduced sulfur global 
flux to the atmosphere [1,2] by transfer from seawater, freshwater [3,4], 
soil [5,6] and plants [7]. After emission to the atmosphere, DMS can be 
oxidized to SO2, which is a precursor of sulfate aerosol particles that may 
act as cloud condensation nuclei (CCN) [8]. CCN are important for 
climate because they affect the radiative properties of the atmosphere 
and clouds by scattering solar radiation and influencing cloud micro-
physics and albedo [9,10]. 
DMS is volatile in natural waters and can be oxidized [11] and 
converted to other sulfur compounds by microorganisms [12]. The 
transient nature of DMS means that in-situ analysis is essential. 
Currently, the most commonly used method for DMS quantification is 
purge and trap gas chromatography (PT-GC) [13,14] coupled with flame 
photometric [15] or mass spectrometric detection [16]. These GC based 
techniques involve bulky instrumentation, require controlled laboratory 
settings and have a relatively low sample throughput, which restricts the 
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ability to make near-continuous measurements [17,18]. Techniques 
such as membrane inlet mass spectrometry (MIMS) [19], equilibrator 
inlet proton transfer reaction mass spectrometry (EI-PTRMS) [20–22] 
and atmospheric pressure chemical ionization-mass spectrometry 
(AP-CIMS) [23,24] have become attractive for real-time DMS analysis 
on research vessels. However, these devices are relatively heavy, fragile, 
expensive and labor intensive to deploy on a ship. 
An alternative strategy for measuring DMS is using gas phase 
chemiluminescence (CL) based on the chain reaction of DMS with ozone 
to form the sulfur monoxide radical (SO⋅), which then reacts with ozone 
to produce light with a wavelength maximum (λmax) at 370 nm [25,26]. 







SO⋅ (1)  
SO ⋅ + O3→SO*2 + O2→SO2 + hv (2) 
Green et al. [27] adapted a laboratory-based gas phase CL instrument 
for real-time determination of DMS in marine samples. Air was bubbled 
through the sample to transfer DMS from the aqueous phase to the gas 
phase. DMS and ozone mixed in a reaction chamber and the CL signal 
was recorded using a photomultiplier tube. A short-pass optical filter 
was used to reduce CL interference from other gases but this also 
reduced the DMS signal by 89.7% and interference from methanethiol 
could not be eliminated. Toda’s group have pioneered the development 
of simple methods for the in-situ measurement of DMS in seawater using 
gas phase CL in both sequential and batchwise approaches [28–31]. 
DMS was vaporized and introduced into the CL reaction cell by a 
physical shot or bubbling, while interferences from other gases were 
removed either by adding a heavy metal agent to the sample or by using 
a soda lime column. 
Here we present a fully automated microslug segmented flow- 
chemiluminescence (MSSF-CL) system for the continuous measure-
ment of DMS in natural waters. With the proposed MSSF approach, 
nanomolar concentrations of DMS can be effectively transferred from 
the aqueous phase to the gas phase for CL detection. The whole 
analytical procedure, including in-situ sampling, separation, CL quanti-
fication and rinsing, was automated. This analytical system is easy to 
setup and operate, can be remotely operated and is light and portable 
(weight ~5.1 kg) and avoids the necessity of using any reagents other 
than oxygen. The performance of the automated system was demon-
strated by several hours of unattended, high temporal resolution DMS 
measurement in the field. 
2. Experimental section 
2.1. Reagents 
A 1.0 mM DMS stock solution was prepared by diluting a DMS 
certified standard (o2si, CA, USA) with methanol. The DMS stock solu-
tion was stored in a 20 mL glass vial with an aluminum screw top cap 
and airtight silicon septum at − 10 ◦C in the dark to minimize evapo-
ration. A 1.0 μM DMS working solution was prepared daily by dilution of 
the stock solution with Milli-Q water. A 10 ppmv DMS gas standard 
cylinder (in nitrogen (N2), Sichuan Zhongce Biaowu Technology, 
Chengdu, China) was used for calibration. The dilution of the DMS gas 
standard was achieved using a compressed N2 cylinder (≥99.999% pu-
rity, Sichuan Qiao Yuan Gas, Chengdu, China). Compressed N2 was also 
used as the gas source in the segmented flow line and the carrier gas to 
introduce DMS into the CL cell. An oxygen (O2) cylinder (≥99.99% 
purity, Sichuan Qiao Yuan Gas, Chengdu, China) was used as the source 
gas for ozone generation. 
2.2. Apparatus 
A peristaltic pump (YZ-15 pump head, BT50S driver, Lead Fluid 
Technology Co., Ltd., Baoding, China) was used for water sampling. A 
set of three-way solenoid valves (VAS101, Ristron, Jiashan, China) and a 
9600-step syringe pump (PVS-100, Ristron, Jiashan, China) equipped 
with a 10 mL syringe (Hamilton, CA, USA) were used for handling the 
aqueous samples and water. Ozone was generated by an ozone generator 
(M1000, Tonglin Technology, Beijing, China) with a maximum output of 
1 g h− 1. The ozone output was adjustable by changing the generator 
working power. Mass flow controllers (S48 300/HMT, Horiba Metron 
Instruments, Beijing, China) were used to regulate gas flow rates in the 
analytical system. A glass made gas-liquid separator (Sichuan Shubo, 
Chengdu, China) was used for phase separation after the MSSF and the 
separated gas sample was injected into the CL detection system using an 
electrically actuated 6-port injection valve (Valco Instruments, Houston, 
USA) and a PTFE holding coil (2.5 m × 3.175 mm i. d.). The CL detection 
system comprised a CL reaction cell (40 mm × 25 mm i. d.) and a 
photomultiplier tube (PMT; R3550P, Hamamatsu Photonics, Japan). 
The reaction cell was made of stainless steel and the inside wall was 
chromium-plated to enhance light reflection. The PMT was located in an 
aluminum housing (95 mm × 55 mm i. d.) sealed from external light 
sources. An optical convex lens (d = 25 mm, f = 25.4 mm) was placed 
between the CL cell and the PMT to focus the light. The CL signal was 
recorded in photon counting mode using a multifunctional photon signal 
analyzer (Novaphoton Technology, Chengdu, China), with an integrated 
high voltage DC power supply for the PMT. The output from the detector 
was recorded in photon counting units (p.c.u.) and all CL intensity data 
are reported as the integral of p.c.u. over time. A schematic diagram of 
the CL system is shown in Fig. S-1. 
2.3. Analytical procedures 
A schematic of the MSSF-CL instrument for the determination of DMS 
is shown in Fig. 1. Samples were collected by placing tubing with a 16 
mesh (1.0 mm) nylon net over the opening below the water surface. 
With a peristaltic pump (PP) and a set of polyethersulfone (PES) filters 
(FT1, 50 mm × 100 μm; FT2, 50 mm × 10 μm; FT3, 50 mm × 0.8 μm), 
samples were continuously collected into a 50 mL sample flow tank at 
200 mL min− 1. The sample in the flow tank was either discharged to 
waste or held ready for analysis. 10 mL of sample was pulled into the 
syringe (SY) by the syringe pump (SP) at 150 mL min− 1 and subse-
quently expelled to the T-junction (PP, 0.3 mm i. d.) at 2.0 mL min− 1. 
Compressed N2 regulated by the mass flow controller (MFC) was 
delivered to the T-junction at a flow rate of 4.0 mL min− 1. Segmented 
gas-liquid microslugs formed as the gas and water mixed at the T- 
junction and these microslugs entered a vario-directional flow coil (PP, 
20 m × 1 mm i. d., see Fig. 3 (c)). DMS transferred from the aqueous 
phase into the gas phase within the flow coil. The gas sample was 
separated in the gas-liquid separator and then passed through a soda 
lime-packed column that dried the gas stream and eliminated any po-
tential signal interferences. Sample gas was collected in a holding coil 
(PTFE, 2.5 m × 3.175 mm i. d.) and a 6-port injection valve was 
switched periodically to pump the sample into the CL reaction cell at 
400 mL min− 1. Ozone was delivered continuously into the CL reaction 
cell at 200 mL min− 1. DMS reacted with ozone in the cell to produce a CL 
signal, which was detected and amplified by the PMT and recorded by 
the photon signal analyzer in photon counting mode. Waste air was 
passed through an activated carbon column before discharge to the 
ambient environment. The system was rinsed three times with 10 mL of 
water, which was aspired into the syringe and expelled towards the 
MSSF-CL system. The flow rate for both water and gas in the rinsing line 
was 150 mL min− 1, resulting in a 15 s period for a single washing cycle. 
The CL reaction cell and its connecting tubing for DMS introduction 
were shielded from light by wrapping them with aluminum foil. A 
photograph of the MSSF-CL analysis system is provided in Fig. S-2. 
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Windows based, self-programmed software written in C++ was used to 
control the syringe pump, MFCs, solenoid valves and the injection valve. 
Details of the operation of these control units are shown in Table S-3. 
3. Results and discussion 
3.1. Flow and mixing regime 
DMS must be effectively transferred from the aqueous phase into the 
gas phase prior to its introduction into the CL cell. In a coiled, gas-liquid 
segmented flow, centrifugal forces create a secondary flow and the 
liquid and gas slugs create two counter rotating vortices that cause 
asymmetrical micro-recirculation towards the main flow direction (see 
Fig. 2), resulting in increased mass transfer between the two phases 
[32]. We used a 20 nM DMS solution to compare our gas-liquid 
segmented flow system with the bubbling or ‘purging’ approach that 
is often used to transfer DMS from liquid to gas phase (Fig. 3). DMS 
transfer from a 10 mL sample volume was 1.67-fold more effective using 
the gas-liquid segmented flow approach because the microslugs are a 
more stable and homogeneous gas-liquid dispersion system. DMS 
transfer is enhanced in the segmented flow compared with the bubbling 
approach because the surface area to volume ratio (gas-liquid contact 
area) is greater, the mass transfer diffusion distance is shorter and there 
is intense relative motion between the two phases [32–34]. Moreover, 
bubble films can form when air bubbles are introduced into the sample 
at higher speed, which could result in an inferior and unstable CL signal. 
We also compared vario-directional and unidirectional segmented 
flow. Vario-directional flow was achieved by entwining tubing on two 
glass rods in alternating clockwise and counterclockwise directions. The 
vario-directional flow gave a ~10% higher response than the unidirec-
tional flow (Fig. 3). This may be because the rate of recirculation in 
liquid and gas slugs when the flow enters a coil is greater at the inner 
wall than at the outer wall. As the slugs move along the vario-directional 
segmented flow channel, the asymmetrical recirculation switches peri-
odically (see Fig. 2), thereby increasing the relative motion between the 
two phases, resulting in enhanced DMS mass transfer. Note that the 
degree of this relative motion mainly depended on the size of the liquid 
and gas slugs and the curvature radius [33,35]. 
The geometry of the tubing (curve radius, R, and internal diameter, 
D) in the gas-liquid segmented flow coil significantly influences DMS 
mass transfer from the sample microslugs (Fig. 3). A tighter coil radius 
enhances asymmetrical recirculation in the microslugs, whilst 
Fig. 1. A schematic diagram of the proposed 
MSSF-CL instrument for the determination of 
DMS. NT, nylon net; FT 1–3, filter; PP, peristaltic 
pump; SV 1 and 2, three-way solenoid valves; 
SFT, sample flow tank; SY, syringe; TJ, T-junc-
tion; MFC 1–3, mass flow controllers; OG, ozone 
generator; GLSFC, gas-liquid segmented flow 
coil; GLS, gas-liquid separator; IV, 6-port injec-
tion valve; HC, holding coil; SLC, soda lime col-
umn; RC, chemiluminescence reaction cell; PMT, 
photomultiplier tube; PSA, photon signal 
analyzer; AC, active carbon column.   
Fig. 2. Effect of gas and liquid slugs moving through a coiled tube in (a) clockwise and (b) counterclockwise directions.  
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increasing the internal diameter increases the contact area between the 
gas and liquid phases and the retention time of the microslugs in the flow 
coil, all of which enhance the CL intensity (see Fig. 4). However, we did 
not observe any significant enhancement in CL intensity when D > 1 mm 
and R < 1 cm were applied, suggesting that complete mass transfer was 
achieved at D = 1.0 mm and R = 1.0 cm and hence these values were 
used for all subsequent experiments. Flow tubing with larger internal 
diameter resulted in longer residence times (quantitative data for these 
experiments are provided in Table S-4). The length of the segmented 
flow coil affected the residence time of the microslugs, which may have 
a positive effect on the efficiency of DMS mass transfer. We compared 
different lengths of tubing (5, 10, 20 and 30 m). The efficiency of DMS 
mass transfer increased as the tubing length increased from 5 to 20 m, 
and there was no difference between 20 and 30 m, suggesting that 
complete DMS mass transfer had occurred. 
3.2. T-junction geometry and gas/liquid flow rates 
Microslug formation in the proposed method was achieved using a T- 
junction and the size of the microslugs in the segmented flow were 
influenced by the dimensions of the T-junction [36], the flow rates of the 
fluid [37] and the relative viscosity of the two phases [38]. The effect of 
the T-junction inlet width and the gas flow rate were studied while 
keeping the sample flow rate constant at 2.0 mL min− 1 (Fig. 5). By 
increasing the gas flow rate, the gas and liquid drop volume ratio 
(Vgd/Vld) also increased, generating smaller liquid microslugs in the 
segmented flow. The total gas-liquid contact area was increased and 
DMS mass transferring consequently enhanced, resulting in a higher 
DMS signal. However, at higher gas flow rates (>4.0–6.0 mL min− 1), the 
DMS signal levelled off or decreased (Fig. 5). This may be because a 
higher flow rate leads to the use of a larger volume of gas, which is likely 
to dilute the DMS and ozone concentrations in the CL reaction cell. 
Moreover, the retention time of the microslugs in the segmented flow 
may be decreased at higher flows, resulting in reduction of DMS mass 
transfer efficiency. Different T-junction inlet internal diameters (0.3, 0.5 
and 1.0 mm) were also compared. Smaller drops were generated when 
using a narrower inlet at the same flow rate, resulting in a higher DMS 
signal (Fig. 5). It was not possible to source T-junctions with a lower i. d., 
but the recovery for DMS measurements using the 0.3 mm inlet i. d. 
T-junction at a gas flow rate of 4.0 mL min− 1 was 97.1% (n = 3), indi-
cating complete DMS mass transfer. Consequently, the optimum con-
ditions for generating the segmented microslugs were gas and sample 
flow rates of 4.0 and 2.0 mL min− 1 respectively through a 0.3 mm i. d. 
Fig. 3. A comparison of (a) bubbling, (b) unidirectional segmented flow, and (c) vario-directional segmented flow for 20 nM DMS transfer. Bubbles were generated 
by introducing 20 mL of air through a quartz sand bubble stone. Both the unidirectional and vario-directional segmented flow setups used PP tubing (20 m × 0.79 
mm i. d.) with 1 cm curve radius. Liquid and gas were delivered at 2.0 and 4.0 mL min− 1 respectively. Peak height recorded as photon counting units (p.c.u.). 
Fig. 4. Effect of segmented flow tubing curve radius and internal diameter on 
20 nM DMS mass transfer in MSSF-CL method (coil tubing length = 20 m; liquid 
flow rate = 2 mL min− 1; gas flow rate = 4 mL min− 1). 
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T-junction. 
3.3. Effect of salinity on CL detection 
It is important to be able to apply the MSSF-CL method to saline 
matrices in order to study the biogeochemistry of DMS in natural waters. 
However, salt is often added to aqueous samples to enhance the mass 
transfer of volatile compounds into the headspace by lowering their 
partition coefficient [6,39]. A 20 nM DMS sample was spiked with 
varying concentrations of NaCl (to give sample salinities, expressed as 
m/v NaCl, in the range 0–5%, m/v), and subjected to analysis by 
MSSF-CL. As shown in Table 1, no significant signal variation was 
observed, i.e. all results were within the mean ± 2 standard deviations 
(58,800 ± 650). Further evidence of the suitability of the method for 
analyzing saline samples is shown in Fig. 6, which compares calibration 
graphs for DMS (0–100 nM) in 0% and 3.5% NaCl. There is no significant 
difference between the calculated and tabulated t values (tcalc = 4.956; 
ttab = 9.605 respectively) between the slopes of the two calibrations. 
3.4. Effect of ozone flow rate and concentration on CL detection 
DMS and ozone were introduced into the CL cell through concentric 
tubes and the CL reaction occurred in the center of the reaction cell. CL 
intensity depends on maximizing the emission within the cell window. 
We therefore investigated the effect of different ozone concentrations on 
CL intensity by adjusting the O2 input flow rate and the power supplied 
to the ozone generator. Lowering the O2 flow rate enhanced the CL 
signal due to a longer residence time in the cell and more efficient ozone 
production in the generator. If the O2 flow rate dropped too low how-
ever, excess ozone was produced, resulting in a quenching of the CL 
signal. The effect of ozone flow rate and concentration on the DMS signal 
is shown in Table S-5, with a maximum CL intensity achieved when 
ozone was delivered into the reaction cell at 200 mL min− 1 with a 
concentration of 6550 ppmv (with the ozone generator working at 40% 
of its maximum output). Air was not used as an ozone source in this 
study due to unstable ozone production (RSD ≥10.2%, n = 5) at low 
flow rates (≤250 mL min− 1). It should be noted that the optimum flow 
rates of both ozone and the carrier gas, as well as the ozone concen-
tration, vary over a relatively wide range when different shapes and 
sizes of reaction cell are used [27–31]. 
3.5. Interference study 
Certain compounds positively interfere with the DMS measurement 
by reacting with ozone to produce a CL signal [27,29–31,40–42] and the 
effect of these compounds at three concentrations was therefore inves-
tigated using the relative CL intensity, which was defined as the ratio of 
the CL intensity of the potential interferent with DMS and the CL in-
tensity of DMS alone. The results are shown in Table 2. 100 nM of ethene 
or propene produces a CL signal equivalent to ~3.3–3.9 nM DMS. 
Ethene and propene are not found in most natural waters and therefore 
interferences would be negligible [43]. 100 nM Dimethyl disulfide 
(DMDS) produces a CL signal equivalent to 2 nM DMS. The concentra-
tion of DMDS in freshwaters is typically no more than 17% of the DMS 
Fig. 5. Effects on CL intensity due to T-junction inlet width and gas flow rate 
through the coil. The segmented flow setup used PP tubing (20 m × 1.0 mm i. 
d.) with a 1 cm curve radius and vario-directional flow. Error bars represent ±1 
SD of triplicate measurements. 
Table 1 
Effect of sample salinity (as NaCl) for 20 nM DMS measurement by MSSF-CL.  
Sample salinity (%, m/v) CL intensity (p.c.u.) RSD (n = 3) 
(%) 
0.0 59,200 1.3 
0.5 58,500 1.7 
1.0 58,700 1.6 
1.5 58,800 1.6 
2.0 59,000 1.5 
2.5 58,200 1.6 
3.0 58,500 1.7 
3.5 59,200 1.5 
4.0 58,800 1.4 
4.5 59,000 1.3 
5.0 58,600 1.7  
Fig. 6. Calibration graphs for DMS measurement by the proposed MSSF-CL 
method for samples with 0 and 3.5% (m/v, as NaCl) salinity. Error bars 
represent ±1 SD of triplicate measurements. 
Table 2 
Relative CL intensity (%CL = CLspiked/CLDMS only) due to potential interference to 
the MSSF-CL signal from other compounds. Compounds were spiked into a 10 
nM aqueous DMS aqueous sample.  
Compound Relative CL intensity (%) 
1 nM 10 nM 100 nM 
DMS 100.0 
Isoprene 100.1 100.7 109.0 
Ethene 100.3 104.1 132.7 
Propene 100.3 103.4 139.1 
Hydrogen sulfide 100.0 100.1 100.8 
Methyl mercaptan 100.4 100.4 101.2 
Carbon disulfide 100.1 101.2 110.0 
Dimethyl disulfide 100.5 102.7 120.0 
Carbonyl sulfide 100.1 100.2 100.4  
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concentration [44,45], suggesting a maximum interference of ~1%. 
Methyl mercaptan (CH3SH) is a biologically generated sulfur compound 
found in natural waters [46] and is more volatile than DMS (Henry’s law 
constant of 0.39 M atm− 1 and 0.56 M atm− 1 for CH3SH and DMS 
respectively). Previous CL work has reported a comparable (or higher) 
CL signal relative to DMS [13,29–31,47]. A column packed with soda 
lime was introduced between the gas-liquid separator and the holding 
cell. The column eliminated the CH3SH interference, dried the sample 
gas and had no detectable impact on the DMS signal. 
3.6. Analytical figures of merit 
Under optimum conditions, the linearity of the proposed MSSF-CL 
method for DMS determination was in the range 0.05–500 nM (R2 =
0.9984). The limit of detection (LOD) calculated from three times the 
signal-to-noise ratio was 0.015 nM. The reproducibility and recovery of 
the MSSF-CL method was investigated by analyzing four natural water 
matrices (river, lake, reservoir and pond; see Fig. 7 caption for further 
matrix details) spiked with different concentrations of DMS (10, 20 and 
50 nM). The RSDs were ≤1.8% (n = 5 for each set of measurements) and 
recoveries were 94.4–107.8%, indicating acceptable precision and ac-
curacy for the analysis of natural water samples. The complete analytical 
cycle (including rinsing) took 548 s, which provided a sample 
throughput of ~6.6 h− 1. A comparison of the MSSF-CL method with 
purge and trap gas chromatography with mass spectrometric detection 
(PT-GC-MS) demonstrated satisfactory agreement with minimal 
apparent bias (slope = 1.042 ± 0.018, intercept = - 0.159 ± 0.096, R2 =
0.9947; see Fig. 7), which shows that the proposed method is robust and 
can perform well for a broad variety of aqueous sample matrices. 
Analytical conditions for the PT-GC-MS method are described in Method 
S-6 and the figures of merit are given in Table S-7. 
3.7. Field analysis of freshwater samples 
The suitability of the proposed method for field deployment was 
evaluated by (pseudo)continuous monitoring to determine DMS in East 
Lake (University of Electronic Science and Technology of China campus, 
China) over a 10 h period (66 samples) on May 17, 2019. Samples were 
continuously collected at a fixed position and a depth of 50 cm, as 
described in section 2.3, and introduced into the MSSF-CL system for 
DMS measurement (results shown in Fig. 8). The DMS concentration 
increased steadily from 09:00 h, reaching a maximum of 7.37 nM at 
14:00. A significant drop was then observed, decreasing to 4.06 nM at 
19:20. 
The data in Figs. 7 and 8 are within the range of previous freshwater 
DMS observations [48]. The DMS observations follow a similar diurnal 
cycle that has been observed in other studies [27,49]. The proposed 
method is reagent free, portable (weight ~5.1 kg excluding the gas 
cylinders), simple to use and ideally suited for field analysis with good 
temporal resolution. 
The main attractions of the MSSF-CL system for DMS measurement, 
which incorporates a novel microslug gas-liquid segmented flow 
approach for DMS phase transfer, are that it is a fully automated mea-
surement system that is portable, easy to operate and can be left unat-
tended in the field for several hours to provide good temporal resolution 
data for investigating environmental processes. 
4. Conclusions 
DMS biogeochemistry has attracted significant attention in envi-
ronmental studies as a biologically-generated, climate-relevant sulfur 
compound. We have developed an automated system based on gas- 
liquid segmented flow and gas phase CL detection for the quantifica-
tion of DMS in natural waters. DMS transfer from the aqueous phase to 
the gas phase using a vario-directional, microslug gas-liquid segmented 
manifold was highly advantageous compared with the commonly-used 
bubble purging approach. Sample throughput, including in-situ sam-
pling, separation, detection and washing, was 6.6 h− 1. The system is 
portable, reagent free, uses off-the-shelf components and fittings for ease 
of assembly/disassembly and can be deployed unattended in the field. 
The geometry and flow rates in the gas-liquid segmentation system are 
critical for optimum performance, as are the flow rate and concentration 
Fig. 7. Comparison of DMS measurement in different freshwater samples by 
MSSF-CL and PT-GC-MS. Regression equation (with 95% confidence intervals) 
follows PT-GC-MS measurement (nM) = 1.042 (±0.018) x MSSF-CL measure-
ment (nM) – 0.159 (±0.096). Lake and pond samples were collected from East 
Lake (University of Electronic Science and Technology of China, Chengdu, 
China), river samples were collected from different sites along the Qingshui 
river (Chengdu, China) and reservoir samples were collected from Zipingpu and 
Tuanjie reservoir (Chengdu, China). A 50 mL plastic syringe equipped with a 
0.22 μm membrane filter was used for sampling. The syringe was filled while 
under water to prevent headspace formation. Collected samples were stored in 
the dark at ~4 ◦C in an expanded polypropylene ice cooler box until analyzed. 
Fig. 8. Field analysis of DMS in freshwater by MSSF-CL. The MSSF-CL system 
was placed at a fixed position on a footbridge over the East Lake of University of 
Electronic Science and Technology of China campus, and samples were 
continuously collected from 50 cm below the water surface and delivered into 
the MSSF-CL system for analysis. DMS measurements were automatically car-
ried out from 09:10 to 19:20 (local time) without interruption, providing DMS 
data every ~9.1 min. The red line is a ±30 min running average. (For inter-
pretation of the references to colour in this figure legend, the reader is referred 
to the Web version of this article.) 
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of ozone in the reaction cell. Under optimum operating conditions the 
linear range for DMS detection was 0.05–500 nM (R2 = 0.9984), the 
LOD (3 x S/N ratio) was 0.015 nM, RSDs were typically ≤1.8% (n = 5) 
and recoveries for spiked (10, 20 and 50 nM DMS) natural waters were 
94.4–107.8%. The analytical performance of the proposed method 
means that it can be applied to the continuous measurement of low level 
DMS concentrations in natural waters. Sample throughput could be 
enhanced by the use of a multi parallel gas-liquid segmented flow 
manifold and/or tangential flow filtration. The multi parallel segmented 
flow manifold would introduce samples into different parallel gas-liquid 
segmented flows at prescribed time intervals and queue the sample gas 
prior to entering the CL cell. In-line tangential flow filtration could be 
incorporated to enable longer-term deployments. 
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